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Abstract 
Tungsten oxide nanowires have been synthetized by a simple thermal oxidation route in an oxygen atmosphere, at low vacuum 
pressure. The morphology of the nanostructures was investigated by scanning electron microscope (SEM). 
Chemical sensors were fabricated using tungsten oxide nanowires as active layer, directly deposited on the transducer. Gas sensing 
performances were evaluated towards some target chemical species (CO, NO2, NH3, Acetone, Ethanol). Firstly, a temperature 
screening was performed in presence of a fixed gas concentration, to determine the optimal working temperature of the sensors. 
Then, calibration curves for some chemical species were estimated. The influence of relative humidity was taken into account. 
Fabricated devices seem very promising for the detection of ammonia and carbon monoxide. 
© 2014 The Authors. Published by Elsevier Ltd. 
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1. Introduction 
Metal oxide nanowires are well-known as candidate for next generation of low-cost chemical sensors. Scientific 
research is looking forward new materials that exhibit excellent performances together with high selectivity and 
stability over time. 
Tungsten oxide is a n-type promising semiconductor material that is under investigation by quite long time, 
especially in form of thin film [1]. Nanostructured tungsten oxide could enhance the overall performances of the 
devices compared to traditional thin film technology [2].  
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Thermal oxidation is a technique that was successfully used to synthetize metal-oxide materials [3]. In the present 
work it was slightly adapted to be used in low vacuum environment, in order to reduce the oxygen partial pressure in 
the atmosphere.  
2. Experimental 
Tungsten oxide nanowires were synthetized on both silicon and alumina substrates: silicon substrates (10x10 mm2) 
were used for morphological investigations; alumina (2x2 mm2) was used for the fabrication of sensing devices. A 
18nm thin layer of metallic tungsten was deposited on target substrates by RF magnetron sputtering at 300°C, using a 
100W Argon plasma (pressure was 5.5x10-3 mbar). The film was then oxidized in a tubular furnace at 550°C for one 
hour at 1 mbar pressure.  
Conductometric mat-based devices were prepared depositing interdigitated platinum contacts on the front side of 
samples, while a platinum heater was deposited with the same technique, to thermally activate metal oxide interaction 
with the surrounding atmosphere. The substrate was bonded on 4-pins TO package using gold wires. Samples 
undergone a thermal stabilization period prior to electrical characterization. 
A custom climatic chamber was used to evaluate the performance of fabricated nanostructures (Fig. 2). Sensors 
were exposed to various concentration of both oxidizing and reducing chemical species. Relative humidity was set at 
50% @ 20°C during temperature screening, to find out the optimal working temperature of the devices. Afterwards 
calibration curves were estimated for carbon monoxide, nitrogen dioxide and ammonia. The influence of humidity 
was also taken into account. We changed the humidity level form 0% to 75% and detected the response ratio compared 
to the standard 50% level. The response of the device was evaluated by the variation of the electrical conductance 
compared to the base conductance (ΔG/G).  
A FE-SEM LEO 1525 microscope was used to evaluate the morphology of the tungsten oxide nanowires. The beam 
was operated at 5kV.  
 
3. Results 
In Fig. 1 is reported the morphology of the fabricated nanostructures. We obtained a dense mat of tungsten oxide 
nanowires uniformly distributed on the substrates. The average diameter of the nanowires was between 20-40nm, 
while the length was less than 1 μm.  
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
Dynamic response was recorded by the chamber electronics, measuring the variation of the electrical conductance 
in presence of fixed concentrations of target gases. Fig. 2 (Left) exhibits the response of WO3 nanowires at 200°C 
towards some chemical species like carbon monoxide, ethanol, acetone and nitrogen dioxide. The behavior of the 
material is as expected from n-type semiconductors. We observed an increase of the conductance in presence of 
Fig. 1: SEM picture of tungsten oxide nanowires at 50k magnification level. 
1μm 
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reducing gases like carbon monoxide and ethanol, while we obtained a decrease in presence of an oxidizing gas like 
nitrogen dioxide. The temperature of 200°C resulted the optimal one for the detection of carbon monoxide, ammonia 
and nitrogen dioxide (Fig. 2, Right). For acetone instead, the optimal working temperature was 400°C.  
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
The influence of the relative humidity on sensor response was also taken into account (Fig. 3). Device responses 
reported in Fig. 3 have been normalized respect to the RH=50% values, our standard reference value for evaluating 
the sensing performance of the material. Nitrogen dioxide sensing is strongly affected by the amount of water in the 
atmosphere, especially in the range of 25-75% of relative humidity @ 20°C. Carbon monoxide instead is more or less 
not sensitive to humidity variations. Ammonia detection is quite stable in the 25-75% relative humidity range. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
4. Conclusions 
We successfully fabricated tungsten oxide conductometric sensing devices starting from a metal film directly 
deposited on the final alumina transducer. SEM investigations confirmed the nanowire-like morphology of the 
synthetized nanostructures. An electrical characterization have been performed on the devices in order to evaluate 
their sensing performances. They proved to be quite sensitive to different concentration of ammonia, carbon monoxide 
Fig. 2: (Left) Dynamic response of sensing devices towards some oxidizing and reducing gas chemical compound, measured at 200°C with a 
relative humidity of 50% @ 20°C. (Right) Temperature dependence of the response of 18nm WO3 nanostructures, measured with a relative 
humidity of 50% @ 20°C. 
Fig. 3: Influence of humidity on 18nm device response towards nitrogen dioxide, carbon monoxide and ammonia. On the y-axis the ratio 
between the response at the target value of relative humidity respect the reference value of RH=50% @ 20°C.   
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and nitrogen dioxide, even at a relatively low temperature (200°C). Moreover, fabricated devices exhibit a good 
stability of the response in presence of humidity variation, especially towards carbon monoxide and ammonia.  
The presented technique is ideal for the fabrication of low-cost tungsten-oxide nanowire sensors with a high yield, 
a key feature for industrial mass-production. 
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